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Abstract: We demonstrate phase locking of a 729 nm diode laser to a 

1542 nm master laser via an erbium-doped-fiber frequency comb, using 
a transfer-oscillator feedforward scheme which suppresses the effect of 
comb noise in an unprecedented 1.8 MHz bandwidth. We illustrate its 
performance by carrying out coherent manipulations of a trapped calcium 
ion with 99% fidelity even at few-ps timescales. We thus demonstrate 
that transfer-oscillator locking can provide sufficient phase stability for 
high-fidelity quantum logic manipulation even without pre-stabilization of 
the slave diode laser. 
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Femtosecond optical frequency combs have dramatically simplified accurate optical-frequency 
spectroscopy, allowing the phase-coherent comparison of widely separated optical frequen¬ 
cies [1]. Combs based on erbium-doped-fiber lasers [2] are particularly attractive, as they emit 
at telecom wavelengths and offer turn-key operation in a reliable and portable instrument [3-5]. 
An electro-optic modulator in the laser cavity can provide enough servo bandwidth to phase- 
lock such a comb to a stable optical reference [6-8]. This can be used to transfer the phase 
stability of the reference to other wavelengths without any degradation in a band of a few kHz 
around the carrier [9-11]. This bandwidth suffices for precise measurements of optical fre¬ 
quency ratios and for spectroscopy experiments using pulses longer than a few ms. For such 
experiments, an ensemble of lasers addressing multiple atomic or molecular transitions can 
share the same carefully optimized reference [9, 10]. 

However, experiments involving few-ps to few-ten-ps pulses, such as those in trapped-ion 
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Fig. 1. (a) Setup for feed-forward of the repetition-rate noise. Electrical signals are in 
blue, optical signals are in red. PID; Proportional-Integral-Derivative feedback controller, 
DDS: Direct Digital Synthesis chip, FPI: Fabry-Perot Interferometer for laser phase-noise 
measurements, b) The FPI converts high-frequency laser frequency noise into intensity 
noise which can be directly observed with a photodiode and spectrum analyzer. 


quantum computing and quantum simulation [12-14], quantum logic spectroscopy [15,16], 
Rydberg spectroscopy [17] or coherent photoassociation of molecules [18-20] are affected by 
phase noise at offsets of 100kHz-1 MHz from the carrier. This noise can be substantial even 
in a phase-locked comb [7], particularly in fiber combs, whose short cavity lifetime increases 
the fundamental amplified spontaneous emission noise and leads to greater pulse timing jitter 
than in Ti:Sa oscillators [2,21]. Lasers in experiments sensitive to high-frequency phase fluctu¬ 
ations cannot derive their short-term (sub-ms) phase stability from the comb, and are typically 
locked to separate pre-stabilization cavities, adding complexity which scales with the number 
of wavelengths required. 

Here we report the phase-locking of a commercial extended-cavity diode laser (ECDL) op¬ 
erating at 729nm to a 1542nm master laser via an erbium-doped fiber comb, without pre¬ 
stabilizing the ECDL to a cavity. We characterize the noise of the locked comb, showing 
that it exceeds the noise of the free-running diode laser beyond 30kHz from the carrier. We 
then implement a high-bandwidth version of the transfer-oscillator feed-forward scheme [22], 
measuring the comb noise and using rf electronics to remove it from the error signal in the 
729 nm laser’s servo loop [Eig. 1(a)]. We demonstrate the practical impact of this enhancement 
by performing rapid manipulation of the internal state of a trapped laser-cooled ^**Ca''' ion with 
the 729nm laser. The feed-forward reduces the error probability for a 2.4ps n pulse from 10% 
to 1 %, enabling fast, accurate manipulation of the internal state of the '*^*'Ca'''. This technique 
ensures the relative phase stability of all lasers locked to a common master, even at short time- 
scales, and thus offers a powerful tool for fast multi-wavelength coherent Raman manipulation. 

We use a commercially available frequency comb (Menlo EC-1500-250-WG with intracavity 
EOM [23]) based on an Er^'^-doped fiber amplifier with a repetition rate /r = 250.035 131 MHz. 
The carrier-envelope offset frequency fc = 40MHz is measured using the comb’s built-in /-2/ 
interferometer and phase-locked to a reference signal from a hydrogen maser using feedback 
to the comb’s pump current. The measured fc is subtracted from all optical beat frequencies 
in the system using rf mixers, so that the remaining servo loops are immune to noise in this 
parameter. To stabilize the comb’s repetition rate, we use the optical beat between a comb tooth 
with integer index nu and a master laser. The master laser, maintained by a different research 
group, is a 1542nm fiber laser locked to a lOcm-long ULE reference cavity (a prototype which 
was subsequently commercialised as the Menlo Systems ORS-1500). Light at frequency /m is 
delivered to our laboratory by a noise-cancelled fiber [24]. After subtraction of fc, we obtain a 
signal at frequency hm x /r — /m which we phase-lock to a 57 MHz rf reference, using feedback 
to the comb’s intracavity EOM and to the piezo that controls the oscillator cavity length [6]. 


















Fig. 2. Phase noise power spectral density of (a) a comb tooth at 729 nm (after removal 
of /c noise) (b) the free-running ECDL, for reference (c) the ECDL locked directly to 
the 729 nm comb tooth (d) the ECDL locked to the virtual beat with the 1542nm master 
laser. The dashed line indicates the measurement noise floor for curves (b-d) due to laser 
intensity noise. Note the additional noise suppression bandwidth of spectrum (d) compared 
to that of spectrum (c). 


Figure 2(a) shows the contribution of residual repetition-rate fluctuations to the phase noise 
of the comb tooth at 729 nm. This spectrum was obtained from the in-loop beat between the 
comb and the 1542nm master laser, measured after subtraction of fc, by rescaling its phase- 
noise spectral density by the squared ratio (us/wm)^ of the tooth numbers for the comb teeth 
at 729nm and 1542nm. The rescaling step is necessary because fluctuations of /r introduce 
larger phase excursions in higher-frequency comb teeth. The spectrum exhibits servo bumps 
around 1 MHz where the servo bandwidth is limited by resonances of the intracavity EOM, 
similar to those previously reported by other users of combs of this type [7]. The spectrum also 
displays a servo bump around 6 kHz, due to the slow feedback to the mirror piezo, but most 
of the residual phase noise is in the region of lOOkHz to 1.3MHz, the frequency range most 
relevant for fast (few-ps-scale) coherent manipulations in experiments with trapped atoms and 
ions. Integrating the phase noise out to 2MHz we And an rms phase noise of 620mrad, or an 
energy concentration of 68% in the carrier. 

For comparison, we plot in Fig. 2(b) the phase noise of a free-running 729 nm grating- 
stabilized diode laser (Toptica TA 100, with a Toptica DLPro seed laser). We measure the 
laser’s phase noise independently of the comb by observing the fluctuations in the power trans¬ 
mitted through a Fabry-Perot interferometer (Toptica FPI-lOO modified to lower its finesse 
and increase its bandwidth to 13.2MHz). A slow lock of the interferometer length (bandwidth 
< 100Hz) keeps the laser on the slope of the resonance fringe [see Fig. 1(b)], where fast fre¬ 
quency fluctuations are converted into intensity noise which can be directly observed on a 
photodiode. Laser intensity noise present before the interferometer sets a noise floor for the 
measurement, indicated by the grey chain-dotted line in Fig. 2. Acoustic noise on the resonator 
length also adds to the noise floor at frequencies below a few kHz, but can be neglected for 
the higher frequencies that interest us here. Beyond 30 kHz from the carrier, the residual comb 
noise in Fig. 2(a) exceeds the noise of the free-running ECDL in Eig. 2(b). When locking the 
ECDL directly to the comb [Eig. 2(c)], the servo can only be used to suppress laser noise out to 
a Eourier frequency of 20kHz. Eurther increasing the servo bandwidth only broadens the diode 






laser by forcing it to follow the comb’s fast phase fluctuations. 

We therefore lock the 729nm ECDL to a virtual beat with the 1542nm master laser, in which 
the effect of repetition-rate noise is suppressed by rf feed-forward electronics. This so-called 
transfer-oscillator lock [22], illustrated in Fig. 1(a), relies on the fact that repetition-rate noise 
produces correlated fluctuations of the beat frequencies at 729nm and 1542nm, where the ab¬ 
solute frequency deviations of the two beats are related by the ratio ns/nu ~ 2.114. After 
subtraction of fc, the beat with the 1542nm master laser is frequency-multiplied by 2.114 and 
mixed with the 729 nm beat. The resulting virtual “transfer beat” is independent of /r. This gen¬ 
eral scheme is commonly used for optical frequency comparisons with fiber combs [1 1,22,25]. 
Previously reported implementations only suppress repetition rate noise within a few kHz of the 
carrier, primarily because of the limited bandwidth of the tracking oscillators used to reject un¬ 
desired mixer sidebands from the rf signals. When the transfer beat is used to generate the error 
signal for a feedback loop, the resulting restricted servo bandwidth requires pre-stabilization 
of the slave laser at the sub-kHz level [11], and thus an auxiliary reference cavity. A pure 
feed-forward scheme offering much greater noise-suppression bandwidth has recently been 
demonstrated [26], but as this scheme omits the wavelength-dependent rescaling of the comb’s 
repetition-rate fluctuations it is only applicable when the master and slave lasers have similar 
wavelengths. 

To obtain the virtual transfer beat with a delay short enough for high-bandwidth locking of 
the ECDL, we avoid the use of tracking oscillators entirely. Instead, we choose fc and /r (and 
thus the frequencies of all comb teeth) such that both beat signals remain well-separated from 
spurious mirror frequencies generated in the mixers. The spurs can then be removed using stan¬ 
dard rf Alters, keeping the signal of interest well away from the Alters’ band edge in order to 
minimize group delay. In addition, we match the propagation delays in parallel signal paths, to 
improve noise cancellation at high Fourier frequencies. To carry out the necessary frequency 
scaling, the /c-free. Altered and amplifled 1542nm beat note is used as the clock input of a 
direct digital synthesis chip (DDS, Analog Devices AD9956). The DDS is programmed to syn¬ 
thesize a frequency of 0.114 times its clock input frequency. Since it emits discrete samples, the 
output spectrum also contains aliased signals, including one at 2.114 times the clock frequency. 
Mixing this spectral component with the beat note from the 729 nm laser produces the virtual 
transfer beat, in which the effect of fluctuations in /r is cancelled up to a 3 dB bandwidth in ex¬ 
cess of 1.8 MHz. We believe this bandwidth to be limited by residual differences in propagation 
delay between signal paths. An analog PID controller (Toptica EAEC) locks the ECDL to the 
virtual beat using slow feedback to the ECDL’s grating piezo and fast current feedback directly 
to the laser diode. The lock has a capture range of approximately ±1.5 MHz, limited by the 
residual offset voltage of the error signal, and suppresses the phase-noise of the ECDL below 
the free-running level for frequencies up to 200kHz [Fig. 2(d)]. Compared to a beat with the 
comb tooth with subtraction of fc alone, the virtual beat improves the useful locking bandwidth 
by an order of magnitude. 

With no cavity-stabilized 729 nm laser available for comparison, we illustrate the effect of 
high-frequency comb noise, and the benefits of suppressing it, by using the ECDL to drive n 
pulses and Rabi oscillations on the narrow — 1/2) ^ P^5/2 ,m = 3/2) transition of 

a ^''Ca'*' ion confined in a macroscopic linear Paul trap. Up to 30 mW of power from the ECDL 
are focused on the ion along the axis of a normal mode with oscillation frequency 3.7MHz 
which can be cooled to below 50pK using FIT cooling [27]. A 4.2 G magnetic bias held splits 
the ion’s Zeeman levels by 7 MHz, so that internal and motional levels are well-resolved. For 
fast n pulses with the ECDL locked directly to the comb, the best fidelity is obtained by using 
a loose, low-bandwidth lock to avoid imprinting high-frequency comb noise onto the laser. 
With the lock thus optimized, a 2.4ps 7t pulse can have a fidelity as high as 90%, as shown in 
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Fig. 3. Spectroscopy of the pSiy2,"5 = l/2y -H- yT>^i 2 ,m = 'i/'lj transition without 
(open) and with (filled) feed-forward cancellation of the comb repetition rate noise. Inset: 
Resonant Rabi oscillations. With the ECDL locked to the virtual transfer beat we obtain 
99% excitation contrast and a Fourier-limited spectrum for a 2.4 ps K pulse. Without feed¬ 
forward the excitation contrast is limited to 90 %. Lines are fits to the data with feed-forward 
of repetition rate noise. 


Fig. 3 (open symbols). However, when the ECDL is locked to the virtual transfer beat (hlled 
symbols), the hdelity is 99%. Varying the laser power, we find that hdelities above 95% are 
obtained over a two-order of magnitude range in Rabi frequency, extending to n pulse lengths 
of 175 ps, without any alteration of locking parameters. 

We have thus demonstrated that a high-bandwidth transfer-oscillator lock can provide suf- 
hcient short-term stability to an otherwise free-running diode laser for coherent internal state 
manipulation with few-microsecond pulses. By reducing the need for separate pre-stabilization 
cavities at each wavelength when phase-locking lasers of different colors, this technique could 
simplify experiments involving coherent Raman manipulation, such as for photoassociation and 
control of molecules [19]. The option to use a single transportable reference cavity [28,29] for 
all lasers in a setup would also reduce bulk and weight in proposed portable or space-based 
optical clocks [30] for tests of fundamental physics or geodesy. 
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